
Starting the mylife CamAPS FX app
Overview

More freedom. More confidence. With mylife.

Available on Android.

iOS will follow.

Complete the mylife CamAPS FX 
online training, to obtain your training 

code or ask your healthcare  
professional for training.

Download the mylife CamAPS FX app 
from Google Playstore and set-up  
your account.

Connect the mylife CamAPS FX app to 
your mylife YpsoPump.

Connect the mylife CamAPS FX app 
to your CGM.

Complete the bolus calculator  
settings and start Auto mode.

Note: Please discuss all the recommendations with your diabetes team.
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Complete the mylife CamAPS FX online training, or ask your healthcare professional for training:
1/3: Create your mylife CamAPS FX online training account at www.camdiabtraining.com.

2/3:  Complete the essential topic training module: mylife CamAPS FX training for people living
with type 1 diabetes. It takes on average 45–60 minutes to complete this training module.

3/3:   
by completing the training evaluation. Your training code can be found on your training certicate
or on CamDiab’s online training portal when you sign into the training. CamDiab will also email the
training code to you.

The mylife CamAPS FX online training offers 3 different learning zones:

  Diabetes healthcare professional:
This zone is designed for healthcare professionals who will be supporting people living with
type 1 diabetes to use the mylife CamAPS FX app.

  Person with type 1 diabetes or family member:
This zone is designed for people living with type 1 diabetes or their family who wish to  
use the mylife CamAPS FX app.

  Teacher or childcare worker:
This zone is designed for teachers or childcare workers who wish to support children and young
people living with type 1 diabetes using the mylife CamAPS FX app.

Check if your Android smartphone and operating system is compatible with the app: 
mylife CamAPS FX runs on Android phones and is compatible with devices and OS versions declared to
be compatible with the Dexcom G6 app. Check here: www.dexcom.com/compatibility 

If using a FreeStyle Libre 3 Plus Sensor, please ensure you have an Android smart device with

with the FreeStyle Libre 3 Plus Sensor can be found at 
www.diabetescare.abbott/su pport/manuals.html in the “Mobile Device & OS Compatibility” guide.

 

 

For Companion remote monitoring only: Android smartphones running OS 8 and above.

Starting the mylife CamAPS FX app
Step 1 
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Download the mylife CamAPS FX app and set-up your account:

1/5: Download the mylife CamAPS FX app from the 
Google Play Store and install it onto your smartphone.

2/5: Open the app on your smartphone and tap on the 
button “Sign up”.

3/5: Create your user account (please note that you 
require a different user account for the app than the  
one used for your training on CamDiab’s online training 
portal). Please consent to allow mylife CamAPS FX to 
share data should you wish to use Glooko®, Companion 
or generate PDF reports from the app. Con�rm your 
registration by tapping on the button “Sign up”.

Starting the mylife CamAPS FX app
Step 2

4/5: You will receive a ver�cation code by email. Enter 
the veri�cation code and tap on the button “Con�rm”. 
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5/5: The “Welcome” screen appears. Successful sign up  
is confirmed. Tap on the X to close the window and then 
on “Start” to proceed with the pump pairing.

Have the following information ready when installing the mylife CamAPS FX app:
 Current body weight in kilograms (kg)
 5–7 day average total daily insulin dose (TDD)
 Bolus calculator settings
 If using Dexcom G6, the current transmitter serial number
 Personal Glooko® account sign in details
 mylife CamAPS FX training code
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Connect the mylife CamAPS FX app to your mylife YpsoPump

Please ensure that your smartphone has a good internet connection when pairing with your mylife YpsoPump.

1/9: Allow the retrieval of the exact device location when 
using the app.

4/9: Allow the app to run in the background to maintain  
“Auto mode” connections. Please stop the battery 
optimisation usage.

2/9: Allow access to photos and media for screenshots.

3/9: Allow connection to devices in your proximity to pair 
with your mylife YpsoPump and the CGM sensor.

Starting the mylife CamAPS FX app
Step 3
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5/9: Select your mylife YpsoPump insulin pump. You  
can also choose between a virtual pump (for demo mode  
only) or Companion (for remote monitoring only).  
Tap on “Continue”.

6/9: Select your country of residence and the serial 
number of your pump (for pairing with your 
mylife YpsoPump only). The pump pairing starts.

Demo mode: 
The mylife CamAPS FX app can also be used in demo mode and connected to a virtual insulin pump 
and a virtual CGM. Try it out. A virtual CGM is available for use with virtual pump only. It cannot  
be used in combination with a real pump or a real CGM. A virtual CGM should be used for demonstration 
and training purposes only. No alerts and alarms will be sounded. Not all CGM features will be  
available. No data will be streamed to Glooko.

Remote monitoring: 
The mylife CamAPS FX app allows user’s data to be shared with up to 10 “companions”. Remote  
monitoring is integrated into the app and therefore both, user and “companion”, use the mylife  
CamAPS FX app. Companion remote monitoring mirrors the data from the user’s mylife CamAPS FX 
app. Data is updated every minute (CGM data, insulin data, alerts) or every 5 minutes (other data)  
in the” companion’s” mylife CamAPS FX app. Internet connectivity is required to share data with 
“companions”. 
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7/9: Pump pairing in process. Follow the instructions on the screen. 
Note that a good internet connection is needed to successfully  
pair the pump.

8/9: Sucessful pump pairing is confirmed.  
Tap on the X to close the window.

9/9: Enter your training code. Your training code can be found on your 
training certificate or on CamDiab’s online training portal when you  
sign into the training. CamDiab will also email the training code to you. 
Tap on “Continue”. Training information window appears. Tap on  
the X to close the window and proceed to the CGM pairing.

The mylife CamAPS FX app must be connected to the internet at least once every 30 days in order to 
exchange the pairing keys to keep the mylife YpsoPump paired.

YPU_FAS_CamAPS_Starting_MSTR-en2.indd   7YPU_FAS_CamAPS_Starting_MSTR-en2.indd   7 20.06.2023   14:46:3720.06.2023   14:46:37



rtCGM: real time continuous glucose monitoring
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01Disclaimer: The product images are for illustrative purposes only. // mylife and YpsoPump are registered trademarks of Ypsomed AG. // CamAPS is a registered trademark of 

CamDiab Ltd. // Dexcom and Dexcom G6 are registered trademarks of Dexcom, Inc. in the United States and/or other countries. // The sensor housing, FreeStyle, Libre, and related 
brand marks are marks of Abbott. // The Bluetooth® word mark and logos are registered trademarks owned by Bluetooth SIG, Inc., and any use of such marks by Ypsomed is 
under license. // Other trademarks and trade names are those of their respective owners. // mylife Loop with FreeStyle Libre 3 Plus: The innovation described is available in selected 
countries and expanding to further countries soon.

 For safety information on mentioned products, see Instructions for Use.

Connect the mylife CamAPS FX app to your CGM
 Follow the instructions on the mylife CamAPS FX app to connect your CGM. You can choose between the 

Dexcom G6 sensor and the FreeStyle Libre 3 Plus sensor.

Complete the bolus calculator settings and start Auto mode.  
After you have entered your average total daily insulin dose, body weight and bolus calculator settings, you 
will see the home screen of the mylife CamAPS FX app. Bolus calculator settings must be setup on the 
mylife CamAPS FX app because the bolus calculator settings are not stored on the mylife YpsoPump insulin 
pump. The phone needs to have a security pin or code to unlock it to allow the bolus calculator to work.  
Please ensure you have activated this feature. If necessary, follow the instructions to start your CGM sensor. 
Slide the toggle to start Auto mode.

Starting the mylife CamAPS FX app
Step 4

Starting the mylife CamAPS FX app
Step 5

Please ensure your total daily insulin dose is correctly entered. We recommend an average of the last  
5 to 7 days is used to calculate your total daily insulin dose. Please discuss this with your diabetes team.

Auto mode off Auto mode attempting Auto mode on
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4 Fisher Crescent, Mt Wellington // 
NZ distributor: Pharmaco (NZ) Ltd  // 

Auckland 1060
0800 GLUCOSE // support@pharmacodiabetes.co.nz
File Number: 0824YP01-J TAPS DA2409MM

mylife YpsoPump and CamAPS FX are class IIb devices. Only rapid-acting insulin at a concentration of 100 U/ml (insulin analogue) may be used with the mylife YpsoPump
system. Always read the label and use only as directed. Consult your healthcare professional to see if these products are right for you.




